[Accuracy of reproducing images of objects in electro-roentgenographic examination of various organs].
Most characteristic distortions of electroroentgenographic and electroroentgenotomographic images obtained with the help of Soviet-made (see article) and (see article) units are reviewed. Images of different nature (positive, negative) are compared. Qualitative and quantitative assessment of distortions is give. An electroentgenographic image is contrasted against an analogous image on a PM-1 film. The dependance of the object's structure discernability on its localization on the electrooentgenographic layer is investigated.